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1. Introduction 
1.1. Background and motive 


The work presented here responds to the high-prevalence of pressure ulcers and the need 
for better diagnostic, treatment and prevention practices in the clinic. Factors in pressure 
ulcer development are classified as intrinsic (e.g. disuse muscle antrophy due to motor 
paralysis or impaired/absent sensation due to sensory paralysis) or extrinsic (e.g. applied 
pressure due to external loading to soft tissues, shear due to poor posture and/or poor 
support materials, or other adverse microenvironment at support interface due to raised 
temperature, sweating, incontinence, infection). Pressure ulcers are localized areas of tissue 
breakdown in skin and/or underlying tissues [1], [2]. They can occur in all situations where 
subjects are subjected to sustained mechanical loads, but are particularly common in those 
who are bedridden, wheelchair bound or wearing a prosthesis or orthosis. The ulcers are 
painful, difficult to treat, and represent a burden to the community in terms of healthcare 
and finances. Consequently, the pressure ulcer problem affects the quality of life of many 
young and elderly individuals. 


It has become apparent that a complete pressure management system integrated with the 
medical intervention is required in order to measure and redistribute pressure at the human 
machine interface and prevent the development of pressure ulcer. In this respect, the rapidly 
evolving field of optical fiber sensing seems to hold a strong potential for providing effective 
solutions towards accurately measuring and monitoring pressure, strain and shear between 
the human skin and the support surface [3], [5]. Sensing by means of light offers a number 
of advantages when utilizing the appropriate fiber sensor configuration, since light 
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propagation is highly sensitive to external forces and perturbations yielding real-time 
measurements with almost negligible hysteresis [6]-[8]. In addition, optical fibre sensors 
provide immunity to electromagnetic interference, high sensitivity, small size and low 
weight, passiveness, resistance to harsh environments, multiplexing capabilities and 
possibility to parallelize the readout. Equally important is that optical fiber based pressure 
sensors can in principle confront with true medical requirements as real time data 
acquisition, high sensing resolution and increased dynamic range. These fiber sensing 
properties have turned photonic sensing technology into more versatile and often more 
reliable than its electronic counterparts and have been already identified and utilized in a 
number of applications in diverse fields. Structural health monitoring, automotive industry, 
oil and gas extraction, aeronautics and aerospace, robotics, healthcare, etc. have already 
adopted fiber sensor configurations in several crucial sensing functionalities, but 
unfortunately only minor attempts have been pursued towards synergizing the field of 
photonic sensing with biomechanics, orthopaedics and rehabilitation [9]-[11]. 


Being fully aware of this new technological sensor toolkit, our work is born out of the need 
for readdressing a number of traditional challenges in support surfaces and prosthetics by 
taking advantage of, and effectively integrating recently available technological advances 
that offer the opportunity to tackle previously unresolved problems. That is, integrate 
knowledge in photonic sensing with rehabilitation engineering and biomechanics in order 
to address the unanswered question of pressure ulcer development in the human-machine 
interfaces of biomedical interventions. 


Application Pressure Sensing Pressure Mapping Counter Pressure Actuators 
Surface 
| | | > Controler 
— 5a ‘TT; 
PINS 
” Controler 
— —> 
| AIR 
BLADDERS 


SOCKET 


Figure 1. Schematic of the pressure management system proposed for both cases of bed/seating system 
sensing surface (top row) and lower extremity prosthetic socket sensing surface (bottom row). The first 
step involves the measurement of the pressure loads across the sensing surface, then generate pressure 
maps that define pressure distribution and finally drive counter pressure actuators to redistribute 
pressure across the surface for pressure relief. 


The pressure sensing system that we are describing in this chapter aims to be embedded in a 
pressure management expert system that is presented in fig. 1. Specifically, in order to 
maintain skin health at areas of the skin that prolonged pressure loads are applied, a 
pressure tension relief is introduced in order to redistribute pressure and relief any 
excessive pressure or tension applied on the skin by means of a sensor matrix and counter 
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pressure controllers and actuators. The pressure management system can be customized to 
be applied in medical beds or seating systems (wheelchair) and prosthetic sockets in lower 
extremity prosthetic interventions as depicted in fig. 1. A dynamic control system of 
supporting pins for the bed and seating system or air bladders for the prosthetic socket will 
anticipate with the help of feedback of fiber optic pressure sensors, points of high pressure 
at the human-machine interface (HMI) and will locally decrease pressure in the material at 
those locations before those pressure thresholds are reached in real time. Pressure 
redistribution protects tissues against prolonged and excessive epidermal pressure 
developed in the HMI. This will in turn prevent the onset or deterioration of pressure ulcers. 


To this end, we are reporting on the development of a flexible 2D optical fiber-based 
pressure sensing surface suitable for human machine interfaces in biomedical and 
rehabilitation applications. The sensor comprises of highly-sensitive Fiber Bragg Grating 
elements embedded in a thin polymer sheet to form a 2x2 cm? sensing pad with a minimal 
thickness of 2.5mm, while it is easily expandable in order to be used as a building block for 
larger surface sensors. The fabricated pad sensor was combined with a low physical 
dimension commercially available interrogation unit to enhance the portability features of 
the complete sensing system. Sensor mechanical properties allow for matching human skin 
behavior, while its operational performance exhibited a maximum fractional pressure 
sensitivity of 12 MPa‘! with a spatial resolution of 1xlcm? and demonstrates no hysteresis 
and real time operation. In parallel, in order to maximize sensing surface durability while 
maintaining functional properties we conducted mechanical tests in three different case 
studies through which we identified the optimized fabrication properties (thickness, fiber 
positioning depth, fiber type) of the sensing surface. 


More specifically, the chapter is organized in five different sections. The rest of the first 
section describes the state-of-the-art in pressure sensing technologies while the FBG sensor 
presented in this chapter will be briefly benchmarked against currently available 
technologies. Section 2 presents the principle of operation of the proposed pressure sensing 
scheme. The development of the optical fiber 2-D pressure sensing pad takes advantage of 
the highly sensitive 1-D Fiber Bragg Grating (FBG)-based array structures, which are 
arranged in a 2-dimensional sensing surface. Section 3 will describe the experimental proof 
of concept of the concept presented in Section 2 and the results obtained in the experiment. 
Section 4 presents a sensor optimization study that was performed in order to optimize the 
sensor operational features versus its mechanical and structural properties. We have 
identified the basic fabrication parameters that will enhance sensor pads rigidity and 
durability to guarantee the sensor pads reliability. These parameters are: optical fiber 
grating optimum inscription characteristics, optical fiber type (hydrogenated/non- 
hydrogenated fiber), depth of fiber embodiment in the polymer (hosting) material and 
thickness of the polymer sheet. We have performed a thorough analysis of these parameters 
and the results will be presented and discussed in this section. Section 5 will describe in 
more detail the application perspective of the developed sensor. The targeted technological 
applications will be discussed including medical beds, wheelchairs and lower extremity 
below-the-knee prosthetic sockets while the required characteristics and specifications of the 
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sensing surface per application will be highlighted. Finally Section 6 will describe the 
summary of the chapter and the conclusions obtained. 


1.2. State-of-the-art in pressure sensing technology 


Efforts to prevent pressure ulcer development are plagued with inconsistencies and a 
general lack of best practice guidelines. For instance, repositioning patients in medical beds 
is still the most common approach used in an attempt to prevent the development of 
pressure ulcers, but additional measures are diverse. The monitoring of magnitude and 
timing of all the extrinsic parameters requires a mere quantitative assessment of the 
pressure profile at a given time. Information of the potentially ever-changing 
multidirectional loading patterns in real time is still an unresolved HMI sensing issue. 


The variety of research transducers for pressure measurements are classified based on their 
operation principle [12]-[15], [16], [17] as fluid-filled sensors [18], pneumatic sensors, 
diaphragm deflection strain gauge [19], cantilever/beam strain gauge, MEMS and printed 
circuit sheet sensors [18]-[25]. The most commonly used, in- vivo clinical pressure sensors 
(capacitive, piezoelectric, ink-film based) are the Tekscan (Boston, MA), the Xsensor 
(Calgary, Canada), Schönefeld, (Germany), the Vista medical (Winnipeg, Canada), the 
Rincoe Socket Fitting System and the Novel (Munich, Germany) [20]-[32] (see table 1). 
Industrial equivalents include “Bodyfitter” by Sensor Products (Madison, NJ), ElekSen (Iver 
Heath Bucks, UK), Pressure Profile Systems Inc. (Los Angeles, CA). The underlying 
technology of these products is basically the measurement of a certain material’s 
conductivity as it changes with pressure [33]. However, these sensors possess many 
disadvantages such as accuracy, hysteresis, signal drift, the response to curvature, spatial 
resolution and temperature sensitivity [20]-[32]. An ideal system should be able to monitor 
real interfacial stresses continuously, solve the associated data acquisition and conditioning 
issues, and allow placement at the assistive device interface without significant obstruction 
to the original boundary conditions. These sensors are conditioned for low pressure and 
short-term applications, and are therefore not addressing sensor creep. So for the 
consistency of results (ie. drift compensation) a post processing of the raw data is always 
recommended but not available in current products. This rather laborious process is 
associated with the known variances of particular sensing elements and must be simplified 
if these instruments reach the clinical field. In addition to that, it seems almost impossible to 
calibrate and monitor in real time electrical, piezoresistive and capacitive systems for 
conditions where the sensor carrier is bended, stretched or bulged [13], [15]. A study [34] 
found that the Tekscan system overshoot readings that were applied in areas smaller than 4 
cm’, showed substantial hysteresis (+20%), drift and creep (19), but still is preferred by 
clinicians for its real time display capabilities and resolution. Other studies compared 
commercial systems for accuracy and repeatability (Talley pressure electropneumatic 
Evaluator-Talley Medical, UK, DIPE-Next Generation CA, US [13]-[15], [33], Force Sensing 
Array, FSA-Vista Medical, Canada) and reported problems with accuracy, repeatability, 
speed, data presentation, pronounced hysteresis (+14-25%) and significant creep (12%) [33]. 
They were also shown to underestimate the force applied on a small contact area (less than 4 
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cm’). In all of these evaluations one common observation was the inability of the sensors to 
comply with large radii of curvature and surfaces with very complicated geometry. Sensor 
protrusion into the skin was another notable limitation since it caused erroneously high 
measurements in these latter studies. 


To summarize the above analysis, it becomes obvious that there is currently no system that 
manages simultaneously micro-controlling of pressure management and higher-level 
ergonomic adaptations in a real time dynamic environment in the arena of pressure 
management devices. With respect to the sensing elements adopted so far, severe limitations 
in pressure ulcer diagnosis can be attributed to poor sensor accuracy, consistency (sensor 
drift and hysteresis) and calibration reliability. These factors are also mainly responsible for 
the absence of a reliable sensing system that will be able to report real time measurements of 
the potentially ever-changing multidirectional loading patterns in human/machine interface 
issues. 


1.2.1. Optical fiber pressure sensors 


Limited work has been done in the field of healthcare towards synergizing photonic sensing 
with biomechanics, orthopaedics and rehabilitation applications. Within these attempts, a 
FBG-based pressure sensor has been demonstrated in the design of a high-resolution optical 
fiber manometry catheter [35]. On the other hand, fiber optic surface sensing structures for 
health-care pressure measurements have not yet been adequately addressed. To this end, a 
2D fiber-sensing configuration was presented by Chu-Yu Huang et al. [36], where a 2D 
mesh of simple optical fibers embedded in a silicon-polymer material was used to assess 
shoe insole pressure, exhibiting however low sensitivity. 


Efforts in fabricating a 2D fiber sensing configuration with increased sensitivity are also 
currently being deployed in [37]. The measurement of mechanical quantities using optical 
fibers and Bragg grating (FBG) sensors as considered here relates to forces that act 
transversely upon the optical fiber cladding. A variety of sensing mechanisms that convert 
either a transverse line load, a hydrostatic pressure (in case of a bare optical fiber) or a 
transverse load (on an embedded optical fiber) into an optical quantity that can be encoded 
in the Bragg peak wavelength of a FBG reflection signal have been proposed. 


A first method hosts the FBG in a mechanically asymmetric birefringent optical fiber. The 
mechanical load is then directly encoded in the spectral separation of the two Bragg 
reflection wavelengths returned by the FBG. The most straightforward implementation of a 
mechanically asymmetric birefringent optical fiber is the side-hole fiber (with elliptical core) 
first demonstrated by Xie et al. in 1986 [38]. In 2007, Jewart et al. demonstrated the Bragg 
grating sensing characteristics of a side-hole fiber with large airholes [39]. The high 
transverse line load sensitivity of 176 pm/(N/mm) that was reported for the peak separation 
shows that optimizing the transverse sensitivity of optical fibers is possible with an adapted 
cross-section. Despite its high sensitivity to transverse loading, this sensor starts to work 
after a certain non-zero transverse line load while it does not allow achieving a high 
birefringence without significantly increasing their temperature sensitivity. Dedicated 
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microstructured optical fibers (MOF) provide a solution to those difficulties. The 
experimental results published so far indicate that the sensitivity to temperature in highly 
birefringent MOFs strongly depends on the fiber geometry and can be up to 3 orders of 
magnitudes lower than in standard elliptical core fibers [40]-[44]. However, the sensitivities 
obtained with these MOF are still not sufficient in view of the required pressure 
measurement resolutions imposed by HMI demanding applications in medical mattresses 
and prosthetic sockets. 


Capacitive Piezo- Resistive Electro- Pneumatic Capacitive OPTIC. 
resistive pneumatic 


Seat Mattress Seat, Back, Seat, In shoe, Individual Individual Seat, Foot, Matress, 
Bed, In shoe, Dental sensor sensor Specialst whellchair, 
Orthotists e.g. bike seat, socket 
seat hand 


| Seat 12.5x12.5 Bed 19x50 Foot 5x5 100 mm round 25 or 62.5 2.7x2.7 min 1000x1000 
Hi-res 2.7x2.7 Foot 9x16 28 mm round 31x47 max 


Up to 70,000 3,072 Real-time 
Sensors s-1 sensors s-1 sensors s-1 


Bed 0-200 Bed 0-200 At least 3000 
200/1,000 Foot 0- 


Foot 0-1500 Foot 0-7500 1,800 


Seat 2304 Up to 32x32 Over 2,000 Up to 2,304 | 4or8 
Bed 10,240 
| Hi-res 65K 
10% or 10 al Clin. + Eee £ Co +3 EE ee] ae 
mmHg + Eee ee] 
Computer Computer a held E held Computer a 
l digital gauge digital gauge 


Table 1. Comparison of commercially available interface pressure measuring systems vs the targeted 
proposed sensing scheme 


2. Proposed pressure sensing concept 


In this section, we describe the development of a 2D optical FBG-based pressure sensing 
surface that combines the advantages of the FBG-array sensors with novel, elastic and 
flexible Polydimethyl-siloxane (PDMS) polymer material to provide a light-weight, 
compliant and flexible 2D pressure sensing surface. The sensor comprises of highly-sensitive 
Fiber Bragg Grating elements embedded in a thin polymer sheet to form a 2x2 cm? sensing 
pad with a minimal thickness of 2.5mm, while it is easily expandable in order to be used as a 
building block for larger scale sensors. The sensor’s enhanced performance exhibited a 
maximum fractional pressure sensitivity of 12 MPa! with a spatial resolution of 1x1cm? 
while it demonstrated no hysteresis and real time operation. The mechanical properties of 
this pad sensor makes it very unobtrusive while they allow for wrapping, embedding or 
attaching the sensor to irregular shapes and geometries, offering enhanced response to 
curvature. The fabricated pad sensor was combined with a low physical dimension 
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commercially available interrogation unit interrogation unit [47] to enhance the portability 
features of the complete sensing system. The physical and operational characteristics of the 
presented pad sensor and particularly its high sensitivity in low absolute pressure values, its 
high spatial resolution and unobtrusive characteristics combined with potential portability 
are ideally suited for biomedical applications including amputee sockets, shoe sensors, 
wearable sensors, wheelchair seating-system sensors, hospital-bed monitoring sensors and 
other ergonomics sensors. 


The development of the optical fiber 2-D pressure sensing pad takes advantage of the highly 
sensitive 1-D FBG-based array structures, which are arranged in foils as shown in Fig. 2(a) to 
form a 2-dimensional sensing surface. The foiled optical fiber sensor elements are embedded 
in a thin silicon polymer material to form an elastic sensing sheet. Based on the intensity 
modulation caused Bragg wavelength shifting, induced by the bending of the embedded 
fibers, a map of displacement or force over an area is generated. The pressure is obtained 
from the force applied on each sensing point divided by its effective area. Multiplexed FBG 
array configurations are used to address applications that require multipoint monitoring of 
the applied external forces, where every respective FBG element comprises a single point of 
measurement. As shown in Fig. 2(a), longitudinal spacing d of the FBGs defines the axial 
spatial resolution of the linear sensor. 


The 2D surface sensing is obtained by proper arrangement of FBG arrays in 2D structures, as 
shown in Fig. 2(a), built on a flexible and stretchable silicon-polymer Polydimethyl]-siloxane 
(PDMS) sheet. PDMS is suitable for sensing applications to match ideal skin behavior, since 
it is flexible, stretchable/elastic and with controllable viscosity and hardness. This pad can be 
wrapped around, embedded in, attached and anchored to irregularly shaped and/or moving 
objects or bodies and allows quasi-distributed sensing of mechanical quantities such as 
deformation, pressure, stress or strain along the entire surface. 2D spatial resolution is now 
defined by the fiber axial sensor distribution d and the spacing of optical fibers D. The 
presented 2D pressure sensor concept may be arranged as a uniform large scale surface (Fig. 
2(a)), or may be implemented as an assembly of small scale building blocks that are properly 
interconnected, as shown Fig.2(b). The second approach gives the advantage of increased 
sensor shape flexibility while decreasing manufacturing complexity, that comes however at 
the expense of increased connectorisation and surface sensing discontinuities. In the present 
communication, we report on the implementation and evaluation of a 2x2 cm? sensing 
surface serving as a building block for larger scale sensors [48]. 


WDM interrogation method allows for multiplexed sensor networks as each is assigned a 
given “slice” of the input broad-band light spectrum. We make use of a novel interrogation 
unit [47] that features miniaturized properties, such as a weight of 150g , power 
consumption of <0.25 W and physical dimensions in the order of cm (LxWxD; 7x4.6x1.8 cm) 
while exhibiting a maximum operational frequency of 2.5 kHz for both wavelength shift and 
FBG central wavelength power loss measurements, an operational dynamic range of 32nm 
with 5pm resolution, to highlight the potential of implementing a fully portable highly 
sensitive sensing system. 
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Figure 2. a) PDMS 2D sensing surface with FBG-array optical sensing elements b) elementary 2D 
sensors used as building blocks for large scale surface sensors 


3. Experimental demonstration 
3.1. Experimental setup 


A fundamental four element (2x2) FBG-based sensing surface of Fig. 2(b) is implemented by 
intersecting 2 rows of optical fiber patchcords, each bearing an array of 2 FBG acrylate 
coated sensors. The length of each FBG sensing element is 5mm and their longitudinal 
spacing d is fixed to 5mm, while optical fibers are spaced D=1cm, leading to a total sensing 
area of 2x2 cm’. The optical fiber sensors are embedded in the PDMS material with a 
nominal elasticity of E=650 kPa (Young’s Modulus) so as to produce an elastic sheet of 2.5 
mm thickness exhibiting a maximum allowable bend radius of 20 mm. When optical fibers 
are embedded into the elastic PDMS material, the effective material properties of the fiber 
reinforced composite (i.e. homogenized average properties which can be measured 
experimentally) can be assumed to be linear anisotropic if deformation is small and both 
materials are within the linear region. Full characterization of the effective material 
properties of the heterogeneous composite structure can be addressed using a series of static 
FEA solutions [49]. 


For the fabrication of the sensing pad we used acrylic sheets with etched molds and holders 
for the optical fibers, as shown in Fig. 3a. A CO laser system (laser beam um) was used to 
etch 250 um depth fiber trenches on 2.5-mm-thick acrylic boards. The optical fibers were 
assembled on the acrylic top board to create the composite optical FBG sensor. Then a 
PDMS elastomer (RTV 615 silicone elastomer made by Momentive) mixture was prepared 
by mixing the copolymer with a curing agent (10:1 ratio). The produced PDMS was poured 
into the mold, and the composite was placed in vacuum for 24 h to remove any air sensors 
was completely cured. The PDMS-based sensing pad was finally lifted away from the 
acrylate board after it was cured. The optical part of the experimental setup is depicted in 
Fig. 3(b). A Superluminescent-LED source was used to power the FBG elements of the 
sensing pad, while an optical coupler fed the back-reflected light to the Ibsen I-MON 80 D 
interrogation unit. A NI DAC card installed in a PC was used to read the extracted data. 


In order to evaluate the sensor performance, a series of vertical load tests were conducted 
throughout the total surface of the pad sensor using a gauge test stage. A Material Tester 
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system, the MTS 858 Mini Bionix II, was used to apply vertical force and displacement to the 
prototype sensor through a force gauge with a pin-head of 1cm? (fig.5a) and a universal 
motion controller. The resolution of the applied displacement stage was 1um with a force 
gauge resolution of 10 mN. 


Optical, Fibers Broadband LED 
source 


Fiber holders FBG elements 


p optical 
la 25mm coupler 
x 
` ia Optical 
\/ Interrogation Unit 
; Flexible 2D 
A sensor pad 
y oon Result: Pressure 
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AO botom Žo \/ Control Electronics measurement 
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Figure 3. a) Schematic description of the fabrication procedure for the 2x2 FBG element sensor b) 
experimental setup of the optical circuitry 


3.2. Results 


Figure 4(a) shows the power spectrum for all four FBGs before (blue line) and after (red 
line) a load was applied to FBG 3. In the blue spectrum, each peak represents the 
corresponding centre (Bragg) wavelength of each FBG element (4 in total) when no forces 
are applied. The FBG wavelengths are spaced 2nm apart, while the total wavelength 
range of the 2x2 sensing pad is 8nm as shown in Fig. 4(a). Each Bragg wavelength peak 
represents a single pressure monitoring point exhibiting a FWHM bandwidth of 0.5 nm 
with sidelobe suppression greater than 17dB. When vertical force or displacement is 
applied to a FBG element, its Bragg wavelength is shifted. In our experiment the sensor 
was placed on a metal table with stable temperature, to isolate the sensor from 
temperature variations. Temperature independent operation can be also obtained by 
employing an additional FBG sensor that will be responsible solely for temperature 
sensing without being affected by pressure. More specifically, as the proposed 2x2 
pressure sensor is intended for Human-Machine interface systems in biomedical 
applications, sensor temperature variations will result to roughly the same wavelength 
shift to all FBGs. This common wavelength shift can be perceived as an offset to the 
pressure induced resonance shifting, which in turn can be quantified by means of the 
additional FBG sensor that should be located outside the pressing area acting as the 
temperature reference sensor. Once this offset has been quantified, sensing pad 
temperature calibration can then be obtained by removing this offset from the pressure- 
induced wavelength shift measurements. 


The red spectrum of Fig 4(a) depicts the power spectrum of the four FBG sensor elements 
when 400um of vertical displacement corresponding to 5N force was applied to FBG3. As 
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shown, the force applied to FBG3 produced a shift of 0.4 nm to the central wavelength of 
FBG3 while small variations in the FBG 2 and 4 spectrums are due to the crosstalk between 
the 2nm spaced FBG channels and their sidelobes overlapping. 


The wavelength shift of FBG3 corresponds to 5.188x10-3 MPa! fractional pressure 
sensitivity. From the same graph, a power-loss of more than 60% was measured for the 
central wavelength of FBG3 corresponding to a power loss fractional pressure sensitivity of 
12 MPa. The power-loss method significantly increases the sensor sensitivity due to the 
autocorrelation function between the FBG filter envelope and the detection filter of the 
interrogator CCD pixel. However, increased sensitivity comes at the cost of restricted 
dynamic range, limiting the wavelength shifting tolerance of our method to the FWHM of 
the FBG power spectrum. A conventional wavelength shift measurement method may be 
applied for larger pressure values that correspond to increased wavelength shifts. 
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Figure 4. (a) Power spectrum for the 4-FBG sensor: blue line: without any axial load, red line: vertical 
displacement applied to FBG3. A wavelength shift occurs b) Cyclic loading test: Power loss trace for 
FBG1 for 400um vibrating displacement applied c) Power loss vs vertical displacement for FBG1 (Ramp 
measurement) d) Power loss vs force for FBG1 


In order to evaluate the measurement repeatability capability of the sensing pad, we 
conducted vertical load tests for each FBG element using a 1 cm? -head pin in a cyclic 
pattern. Specifically, we repeatedly tested the sensor by using a vibrating pin to apply a 
vertical maximum displacement of 400m to FBG1 at 10Hz, corresponding to 5N force or 50 
KPa of pressure. 
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Figure 5. a) Schematic of 2x2 sensor and sliding under the pin b) Simultaneous measurement of 4 FBG 
normalized intensities vs the position of the pin. 
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Figure 6. a) Schematic of 2x2 sensor and sliding under the pin b) Simultaneous measurement of 4 FBG 
normalized intensities vs the position of the pin. 


Figure 4(b) shows the optical power measurements versus time for FBG1 Bragg wavelength 
obtained by means of an optical photodiode. Power loss sensitivity of 60% is confirmed for 
every duty cycle of the vibrating pin. The graph demonstrates the fast response of the 
sensing system to the cyclic force pattern applied with negligible hysteresis. A short 
dumped oscillation of the optical power appears at the end of every wave cycle on the 
graph. Due to its adhesive and visco-elastic characteristics, the PDMS is locally pulled 
upwards by the pin beyond the PDMS surface level whenever (i.e. every 1 sec) the pin 
returns to its starting position. When the PDMS detaches from the pin, it returns to its 
resting position through a damped oscillation. The oscillation translates into stress 
oscillation of the corresponding FBG and eventually appears as an optical power oscillation 
at the end of every cycle of the graph shown in Figure 4(b). Ramp measurements with step 
increment of vertical displacement were also performed to identify the FBG sensors’ 
dynamic range using the power loss method. Figure 4(c) depicts the Bragg wavelength peak 
power of FBG1 versus displacement and the corresponding force (Fig. 4(d)). Step increment 
of displacement was set to 10 um with overall ramp duration of 1sec. Figures 4(c,d) reveal a 
dynamic range of 600um displacement, 10 N of force or 100kPa of pressure and a near-linear 
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sensitivity of 10% power loss per 1N (10 kPa). Similar results were obtained for each of the 
four FBG elements. 


Sensing elements for distributed pressure sensing systems have to operate independently. In 
particular, 1:1 mapping of each pressure reading to the corresponding point under pressure, 
will avoid complex mathematical post-processing of the results. To verify the independent 
operation of each FBG sensing element in our configuration, we slid the 2x2 fiber optic 
sensing pad in a circular manner under a vibrating pin with 1 cm2-rounded head, as shown 
in Fig. 5(a). The pin vibrated at a frequency of 10 Hz and a peak-to-peak vertical 
displacement of 250 um. We simultaneously measured the peak power of each FBG Bragg 
wavelength and the result is depicted in Fig. 5(b). The horizontal axis of Fig. 5(b) refers to 
the relative pressing point in cm as the pin moves over the FBGs, while normalized intensity 
values are used for the FBG Bragg wavelengths to compensate for the different mean optical 
powers between the two fiber optic patch-cords. The result clearly shows independent 
operation of each FBG sensor within the 1cm fiber axial length, while the spatial resolution 
of the FBG sensing elements is calculated to as low as 1 cm?. 


In order to study the fiber-based sensor operation under more realistic conditions, we tested 
the sensor in multipoint operation using a rectangular metal bar with 1cm edge to press all 
possible 2-point combinations and a metal plate with a surface larger than the total sensor to 
press all four sensing points. The metal patterns were set to vibrate at a frequency of 10 Hz 
and for a peak-to-peak displacement of 600um, driving the sensing elements to their 
operational limits. Figure 6 (a),(b),(c),(d) depict some of these cases along with the tables 
indicating the percentage of optical power received for each FBG wavelength at the moment 
of maximum displacement. In Fig. 6 (a),(b),(d), small variations in the indicated FBG power 
losses are due to the slightly different response of each FBG. Fig. 6(c) shows that aside from 
FBGs 1 and 3, small power losses occur in FBGs 2 and 4 due to unwanted partial 
overlapping between the 1cm metal bar and the latter FBGs. However, clear identification of 
the multipoint pattern is still allowed. Finally, it should be noted that while the fiber 
deformation mechanism for the pin-based experiments relies on fiber bending, in Fig. 6(d) 
the axial extension of the FBGs is due to the Poisson effect material expansion of the PDMS 
that exhibits a Poisson ratio nominal value of 0.5. 


4. Sensor optimization - Comparative studies 
4.1. Purpose of the case study 


With this work we aim to bring optical fiber sensing closer to their deployment in 
rehabilitation applications, such as medical beds, wheelchairs and amputee sockets. The 
developed polymer material pressure sensor pads with embedded FBG elements have to 
confront with true medical requirements as real time data acquisition, high sensing 
resolution and increased dynamic range but also requiring a number of fabrication, 
packaging, manufacturing and operational challenges underlined by the large diversity of 
the patients to be treated (human factor) and the increased variability of patients’ real life 
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conditions. Specifically for the medical mattress bed and wheelchair application, sensor 
pads applied on the human-machine interface surface must withstand excessive instant 
stresses that occur by the patients spontaneous movements. As such, the rigidity of the 
sensors employed and their permanent damage threshold should far exceed their 
operational limits, in order to guarantee their sustainability. In this paper, we identify the 
basic manufacturing parameters that will enhance sensor pads rigidity and durability to 
guarantee the sensor pads reliability. These parameters are: optical fiber grating optimum 
inscription characteristics [50], optical fiber type, depth of fiber embodiment in the polymer 
material and thickness of the polymer sheet [45]. We have also performed a thorough 
analysis of these parameters and the results are presented and discussed here. We 
concluded that optimum sensor pad layout that enhances durability and preserves required 
sensitivity is fiber embodiment at the polymer center with thickness 3mm [51]. 


4.2. The specimens 


The main fabrication parameters that affect the FBG rigidity and durability are the depth of 
fiber embodiment in the polymer material, the thickness of the polymer sheet and fiber type 
and grating inscription method. 


Hydrogenation of the optical fibre minimizes the inscription time, but also severely limits 
the strength of the fibre. In this article we perform comparative tests between hydrogenated 
and non hydrogenated fibers to study their durability behavior. Commercial, standard-NA, 
Ge-doped enhanced photosensitivity -non-hydrogenated fibres were used. This choice was 
carried out with respect to the laser sources available and the photosensitivity they induce. 
Furthermore, suitable choice of the laser wavelength defines the grating inscription time and 
energy accumulation in the optical fibre body. Between the 248 and 193 nm nanosecond 
excimer laser ultraviolet sources, it was proved that by using 193 nm laser radiation, strong 
Bragg reflectors can be straightforwardly inscribed in commercially available standard NA 
germanosilicate fibres. 193nm excimer laser radiation excites structural and electronic 
defects lying near the band-gap of the germanosilicate core, rendering the inscription 
process dependent upon several types of pre-existing defects, while allowing high 
inscription yield [52][53]. 


Specifications SMF 28e GF1B 

Second Mode Cut-off <1260 nm 1260 + 100 nm 

Bend loss @ 1550 0.03 dB 0.09 dB 

(100 turns) (50 mm mandrel radius) |(25 mm mandrel radius) 
NA 0.14 0.13 

Proof Test Level 2 100 kpsi (0.7 GPa) 2 100 kpsi (0.7 GPa) 
Operating Temperature - 60 °C to +85°C = 55 °C to +85°C 

Coating Material UV Cured, Dual Acrylate |UV Cured, Dual Acrylate 
Price 0.2 € per metre 4 € per metre 


Table 2. Specification and cost data for the smf 28e and gf1b fibres considered 
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Commercially available photosensitive optical fibres were reviewed, while considering cost 
parameters, photosensitivity behaviour, splicing losses, mechanical properties and 
laboratory handling. In such an investigation these fibres were exposed using a variety of 
laser wavelengths and exposure conditions for illustrating the optimum Bragg grating 
recording envelope with respect to mechanical strength and grating spectral characteristics. 


After considering the data of Table 2, we concluded that two fibres should be further 
investigated: SMF-28e (drawn by Corning Inc.) and GF1B (drawn by Nufern) [50]. 
Specification and cost data for those two fibres appear in Table 2. 


For the inscription of the FBGs the phase mask technique was used employing an ArF excimer 
laser emitting at 193nm. A versatile experimental set up was developed for maintaining high 
robustness and stability over long exposure periods. A custom made phase mask holder and a 
tension gauge system allow the straightforward recording of concatenated Bragg gratings of 
different periods and strengths, over different spatial positions in a single optical fibre. Further 
equipment is currently embedded into the setup for gaining the capability to perform grating 
apodization. Table 3 summarizes the specifications of the developed FBG. Both fiber type FBG 
sensors have been embedded in a series of polymer sheet specimens in order to allow the 
mechanical behavior studies versus two key manufacturing parameters: thickness of the 
polymer sheet and fiber embodiment depth. 


Specifically, specimens employing polydimethyl-siloxane (PDMS) RTV-615 polymer 
material were fabricated with their thickness ranging from 2mm to 3mm. The two fiber 
types FBG sensors are embedded in the middle of the PDMS sheet for each specimen (Fig. 
7.b). Measurements of the two fiber types on the same sensor pad configuration will provide 
a first comparison study for the two types of fabricated FBG. Measurements will be taken 
using the wavelength shift method around the FBG sensor at positions 1cm away from the 
sensor and the sensors will be driven to their permanent damage limits. 


Characteristics SMF28e GF1B 

FBG Length 2mm 2mm 
Energy density 166 mJ/cm? 166 mJ/cm? 
Laser frequency 40 Hz 40 Hz 
Inscription time 25 min 2min 40 sec 
Accumulated fluence 597.6 K J/cm? | 63.7 K J/cm 2 
FBG strength 10.23 dB 10.45 

Side lobe suppression 5 dB 5 dB 

(non optimized set-up) 


Table 3. FBG specifications for both fiber types 


The effect of fiber embodiment depth in the PDMS towards the mechanical and operational 
characteristics of the sensor pads is studied using specimens of Fig. 7.a. The specimens 
exhibit thickness of 2mm and 3mm while the two fiber sensors where of the same type. The 
fibers are embedded one in the mid-depth of the PDMS and the second is positioned close to 
the PDMS surface (400um). This configuration will allow for characterizing the sensors 
behavior when sensors are embedded in the top/bottom surface of PDMS. 
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The sensor pads fabrication procedure employs specially designed metal plates or acrylic 
boards where the optical fibers are positioned to create the composite optical FBG sensor. PDMS 
elastomer (RTV 615 silicone elastomer made by Momentive) mixture is prepared by mixing the 
copolymer with a curing agent (10:1 ratio). The mixture is placed in a vacuum system to remove 
any air bubbles that have been formed during mixing. The produced PDMS is poured into the 
mold, and the composite is placed in vacuum for 24 h until the PDMS sheet with the embedded 
FBG sensors was completely cured. Fig. 7(d) depicts a photograph of the sensor. 


Figure 7. a) Fiber embodiment depth study specimens b) thickness study specimens c) optical part of 
experimental setup d) photo of specimen under test 


4.3. Experimental setup 


The optical part of the experimental setup is similar to the one used in the first experiment 
in Section 2 as depicted in Fig. 7(c). A Superluminescent-LED source is used to power the 
FBG elements of the sensing pad, while an optical coupler fed the back-reflected light to the 
AOS interrogation unit. In order to evaluate the sensor performance, a series of vertical load 
tests were conducted using a gauge test stage. A Material Tester system, the Mcmesin i5, 
was used to apply vertical force and displacement to the prototype sensor through a force 
gauge with a pin-head of 1cm? (Fig. 7(d)). A conical pin is pressing a 1cm? round metal plate 
with rounded edges to guarantee homogeneous pressure distribution. 


4.4. Comparative studies’ results 


In this section we present the results for the three different case studies (embodiment depth, 
thickness and fiber type) with respect to FBG sensors sensitivity and their dynamic range of 
ultimate damage point. 
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4.4.1. Fiber embodiment depth study 


Figure 8 presents the results obtained for hydrogenated SMF-28 fiber FBG sensors when 
embedded in a 2mm thick PDMS sheet in the center and top position of the cross-section. 
The results reveal a 50% increased sensitivity and a 40% increased durability for the FBG 
positioned in the center of the PDMS layer. 


4.4.2. Thickness study 


Figure 9 presents the results obtained for hydrogenated SMF-28 fiber FBG sensors when 
embedded in 2mm and 3mm thick PDMS sheets respectively. Again an increased 
sensitivity of 50% and a marginal increase of durability are evident for the thicker (3mm) 
sensor pad. 
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Figure 8. 2mm specimen a) FBG center/top sensitivity graph for b) FBG center/top dynamic range 


4.4.3. Fiber type study 


The aforementioned results show that the optimum configuration for thickness/embodiment 
depth is when FBGs are embedded in the center of a 3mm thick PDMS sheet. Figure 10 
presents the results obtained for hydrogenated SMF-28 fiber FBG sensors and non- 
hydrogenated GF1B fiber FBG respectively for this optimum configuration. We notice a 20% 
increased sensitivity for the hydrogenated fiber but with a 40% decrease in dynamic range 
when compared to the non-hydrogenated fiber. 


To summarize the case studies, we have identified the basic manufacturing parameters that 
enhance the sensor pads rigidity and durability to guarantee their reliability in biomedical 
applications such as medical beds, wheelchairs and amputee sockets. We have performed an 
analysis of the fabrication parameters and concluded that the optimum sensor pad layout 
that enhances durability and preserves required sensitivity is fiber embodiment at the 
polymer center with thickness of 3mm non-hydrogenated fiber. 
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Figure 10. 3mm specimen a) Hydrogenated/non hydrogenated fiber sensitivity graph for b) dynamic range 


5. Application perspective studies 
5.1. Pressure monitoring requirements in prosthetics 


An assistive device with unresolved sensing challenges is the prosthetic socket. There are 
well over 32 million amputees in the world, nearly 60% of which being trans-tibial (19.2 
million), 75% of which (14.4 million) are complaining of discomfort or significant reduction 
of autonomy and mobility mainly due to poor socket fit and the resulting development of 
pressure ulcers (WHO 2010 world report [33]). Project SMARTSocket (SMARTSocket: FP7- 
PEOPLE- IAPP Grant agreement 251649) deals with the comprehensive understanding and 
quantification of the differences between two socket interventions (Elevated Vacuum -EV vs 
Total Surface bearing-TSB-A), leading to some important conclusions: 


Given the up to date depth of this investigation (80 patients) several interesting findings 
were reported: (1) A new socket-stump assessment method revealed for the first time the 


261 


262 Biomedical Engineering — Technical Applications in Medicine 


magnitude of true shear occurring within the socket in dynamic activities (j{umping-running, 
pivoting); (2) max skin deformation did not correlate with max loading rates during 
strenuous activities; Maximum stump sliding-slippage reached levels of up to 15 cm (aver. 
8+ 7cm) while max residual bone pistoning reached values of 19 cm (aver. 12+ 7cm) [65]-[71]. 
Stump skin deformations exceeded 20% of resting length and translated to skin stretching of 
up to 5+ 4cm in average depending on the stump area (distal-proximal). Most interestingly 
strenuous activities revealed stump localized maximal accelerations exceeding 3Gs (39.8 
m/s2 for running) suggesting very high previously unrecorded localized force gradients. 


In addition, in a series of recent studies [33], [54]-[64] direct pressure was measured with an 
appropriately instrumented socket that showed interface pressures to approximately 415 
kPa and resultant shear stresses to approximately 65kPa [55], [56]. As a reference, peak 
pressure on the stump during walking typically range from 700 to 870 kPa pressure [58] and 
peak shear stresses from 24 to 70kPa. Shear management was out of the scope of this study; 
however shear values were measured for further kinematics and biomechanics analysis. 


5.2. Pressure monitoring requirements in medical beds and seating systems 


Project LASiS (FP 7-SME-Grant Agreement 232479) responded to a pan-European Pressure 
ulcer survey showing prevalence higher than 25% in bedridden and wheelchair bound 
patients [33], [2] IASiS addressed pressure ulcer incidence and treatment by developing and 
demonstrating an Intelligent Adaptable Surface envisaged to be capable of redistributing the 
pressure applied on the skin in bedridden patients or wheelchair users. This adaptable 
mechanism comprises of self-shaping actuator-driven elements and is responsible for 
relieving pressure in a timely manner according to the information received by the sensing 
modules. The IASiS sensors were designed to detect the magnitude of pressure events, and 
feed it back to the active controllers of the hospital bed/seat surface. The most important 
result from the clinical trials in IASiS (benchmarked also against the literature) was some 
more definite operational boundaries for the sensor. The interface pressures on different 
types of hospital bed mattresses or specialty beds were: 62-107+15mmHg (8.3-14.3kPa) for 
the areas of Sacrum when semi-recumbent, backrest at 45%; 6-156+22mmHg (8.1-20.8kPa) at 
the trochander when side lying, hips and knees at 60 degrees; 107-213417mmHg (14.3-28.4 
KPa) on the heels in supine lying; and 60-146412mmHg (8-19.5 kPa) in the inchial 
tuberocities when sitting on 10cm standard cushion. 


5.3. Sensors per application 


Table 4 represents the full sensor specifications tree. Specifically the table summarizes the 
outcomes of research projects and studies regarding the targeted characteristics of a pressure 
sensor in order to comply with the requirements of three rehabilitation interventions. It 
becomes apparent that the most demanding application both in terms of dynamic range as 
well as flexibility and sampling rate is the prosthetic socket. That is due to its deployment by 
the patient in every day activities including highly strenuous actions. In the contrary the 
medical bed is more demanding in sensitivity and that is due to the micro loading dynamics 
developed in the long run at the skin-mattress interface of a bed-ridden patient. 
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Functionality, Limited motion, High relative motion, 
Type of activity low speed-low high speed, impact 
to be detected load, large type loading, small 
duration events duration events 


Amputee Sockets 
(Highly Strenuous 
Activities) 
Pressure: 0-1MPa 


Pressure: 0-40kPa 


Full Scale output Pressure: 0-300kPa 
Pressure (kPa) 


Accuracy 


Pressure: <10 Pa Pressure: <1 kPa Pressure: <1 KPa 


Unit sensor size 2cm? 1cm? 
Thickness <4mm <5mm 
Flexibility 4cm 2cm 
(Bending radius) 


Sensitivity Pressure: 5 Pa Pressure: 10 Pa Pressure: 10 Pa 
Sampling rate >15Hz >50Hz >400Hz 
Hysteresis Negligible Negligible Negligible 


Table 4. The sensor specification tree per application and functionality versus characteristics and 
operational ranges. 


6. Conclusion 


The embodiment of FBG inscripted optical fibers in polymer 2D surfaces allows for 
functional and durable pressure sensor configurations meeting specific requirements 
claimed by specific rehabilitation interventions at the human machine interface. We have 
developed an optical fiber based 2D pressure sensor exhibiting a high sensitivity of 10% 
optical power loss per 10kPa pressure and a high spatial resolution of 1cm?. The sensing 
elements have a real-time response and demonstrated no hysteresis as the cyclic 
measurements demonstrated, while their operation is independent, yielding a 1:1 
correlation of each FBG sensor indication to the respective sensing point without the need of 
data post-processing and allowing for easy pressure pattern identification in multi-point 
operation. The presented 2x2 cm? sensing surface is easily expandable and can be used as a 
building block for larger scale sensors depending on the application. The mechanical 
properties of the presented sensor pad allow for embedding or attaching the sensor to 
irregular shapes and geometries, offering enhanced response to curvature while the low 
physical dimension commercially available interrogation unit enhances the portability 
features of the complete sensing system. The sensor’s minimal thickness, make it very 
unobtrusive, with minimal interference on the measurement interface. These attractive 
physical and operational characteristics are ideally suited for biomedical applications in 
biomechanics, rehabilitation and orthotics such as amputee sockets and wheelchair/hospital 
bed -system sensors. In addition, we have identified the basic manufacturing parameters 
that enhance the sensor pads rigidity and durability to guarantee their reliability in the 
abovementioned biomedical applications Comparative studies showed that the optimum 
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sensor pad layout that enhances durability and preserves required sensitivity is fibre 
embodiment at the polymer centre with thickness of 3mm non-hydrogenated fibre. Finally 
we have identified and categorized the specifications of the developed sensing surface that 
will meet the requirements imposed by the specific applications. 
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